EXHIBIT &-4

THIS REPORT PREPARED PURSUANT TC DUTY IMPCSED B
L.A.C. RIZ-10-104(A)

.
[

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 r\ﬁ)Do\

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPBCIALIST C,LK,/),%Z S-HZA(,LP; AGENCY Tucson Police Department
' J
DATE 0?/,73/0? TIME /2o BF
4 7
INTOXILYZER SERIAL ¢ $0-000 7/ A  LOCATION Q/;Jm/';g Lah

(

S\

1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

( ‘/) 1. Clock time check.
( o7 2. Date check.

OPERATIONAL TESTS

( ), 1. Alcohol-free subject test result 0. 8000 AC.

( \/) 2. Error recognition logic system functioning.

/ Not a Successfully Completed Test Seguence printed
( )

3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
/ Deficient sample printed.
{ ) 4. Standard Calibration Check standard 0. ZQQ AC
Result: O. Diﬂ AC

Instrument is operating properly and accurately. YES /NO

COMMENTS

SIGNATURE %«,@
/ —

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information coruained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000712

12:40:51 /Q*\

07/28/2009

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB ) #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:41:49
Diagnostic Test Pass 12:42:16
Air Blank 0.000 12:42:44
0.100 Cal Check 0.099 12:43:02
Air Blank 0.000 12:43:32
Subject Test 0.000 12:44:02
Air Blank ABT* 12:44:10
"Air Blank 0.000 12:44:39

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 10 seetion 28-1327, Arizona Revised Stanttes. this docurmem is a
storage. devices of the Tucson Police Deparmnen:

certiited duplicare of the information contanec i compuer



INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-000712

07/28/2009 12:45:12 /C“\

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 12:45:52
Air Blank IPg** 12:46:01

*RFI Detect
**Improper Sample

Not a Successfully Completed

Pursuant 1o section 28-1327, Arizona Pevised Stanzes. this document is a ceriifi
Storage devices of the Tucson Police Dreparmen:.

Test Sequence

d duplicate of the informarion contire: = comomer



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-000712 /61\
07/28/2009 12:46:28

Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:47:21
Diagnostic Test Pass 12:47:49
Air Blank 0.000 12:48:16
0.100 Cal Check 0.100 12:48:35
Air Blank 0.000 12:49:04
Subject Test 0.177% 12:52:13
Air Blank 0.000 12:52:45
Air Blank 0.000 12:53:12
Subject Test XXX** 12:53:39
Air Blank 0.000 12:54:13

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327. Arizona Revised Statres. this documeniis a
Storags. devices of the Tucson Police Deparmen:

certfied quniicare of the information containee m compmer



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

' Serial Number: 80-000712
07/28/2009 12:54:47 /\i’\\

Standard Lot#: 8205011
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

v TUCSON PD
Test g/210L Time
Air Blank 0.000 12:55:14
Cal Check 0.098 12:55:33
Air Blank 0.000 12:56:03

Oft S

(o) erator s Signature

Purs i 32 i nis g
uant 1 secuon 28-1327. Arizona Revised Stam'.:s. 18 QOCUMEN is a certified duplicate of the inf ion
Storags covieps of the Tuscs Pere oo cd aupiicate of the mnformarion containec ¢ commner



THIS REPORT PREPARED PURSUANT TO DUTY IMPCSED BY
A.A.C. RL3Z-10-104(Aa)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 k \
STANDARD CALIBRATION CHECK PROCEDURE /&'“

QA Specialist /L}’li[?,q,(; S*/’/ZAL(B AGENCY Tucson Police Department

DATE 0?'/,?8//0? 7 TIME /237
Intoxilyzer Serial # 80 ~0007/) Location CIDmZ/ 'Aﬂl’l

R

w N

N AN

SIGNATURE

Ensure that gas tank is attached to instrument and contains a

standard alcohol concentration solution 0. 40 AC.
OR
Pour a standard alcohel concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C
Intoxilyzer 8000 display reads “PUSHE BUTTON TO START”

Go to the “Control Testing Menu”. Select “D” for dry
control test or “W” for wet <contrel test. After
selection is made press ENTER.

Air blank completed.
Calibration check completed. Test results 0. 023 AC.
Air blank completed.

Remove printed record. Attach the record to the completed
checklist.

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

_ Location: TUCSON POLICE DEPT
‘ Serial Number: 80-000712
07/28/2009 12:37:37
Standard Lot#: 8205011
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PP

Test g/210L Time

Air Blank 0.000 12:38:05
Cal Check 0.099 12:38:24
Air Blank 0.000 12:38:53

Chonl [P

'Operd(or's\S{gnature

Pursuant 10 section 28-1327. Arizona Revised Stamnes. tis documemisa ¢

o Ayt . ool eriified dupiicare of the inf ' ol e o
storags.devicss of the Tucson Police Deparmen: Uplicate OF the MICTMATION CONMAREC 53 Compmer



59

TUCSON POLICE DEPARTMENT
CRIME LABORATORY 24

)
4

INTOXILYZER SERVICE RECORD

QAS: Chs (%K StRaus
Intoxilyzer Serial Number: o -000F A

Date Returned to Service: g 7,/ 28 / 27

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



7412 e -

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD, 4%
FOR &
CALIBRATION GAS TANK CHANGE

Date: 0?/’? 8/0?

as: Chsngl Straug

Intoxilyzer Serial Number: 8O- 000 /2
New Lot Number: gA050/T

New Expiration Date: 27 :Sdél[l 2o/2

pe
”
(

®

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)

Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”
Hit the “ESC” key twice.
Go to the “M-Maintenance” menu and select “Control Testing. ”
Select “D” for dry control test. After selection is made press
ENTER.

HOOW N e

N

%

(
(

7. Air blank completed.

8. Calibration check completed. Test results 0. 2 79 AC.
9. Air blank completed.

1

X
/ 0. Remove printed record. Attach the record to the completed checklist.

SIGNATURE ( %54‘;/ /%,u/é—’
| ———

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.

NSNS N




INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000712

07/28/2009 11:35:03
Standard Lot#: 8205011

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

- TUCSON PD
Test g/210L Time
Air Blank 0.000 11:35:31
Cal Check 0.099 11:35:50
Air Blank 0.000 11:36:19

or's Signature

Pursuant to secrion 28-1327. Arizona Revised Stannes. this documen isac

- devi - . eriifted duplicare of the inf ion -
Storage devices of the Tusson Police Deparmen: eriiied dupiicate of the information conminsc m commner



o o | ' /] 942 s
NTOX [ CMI INC. ' SERVICE WORK ORDER

PBT e 316 E. 9th St., Owensboro, KY 42303 G s
TOXITEST [Feceveown 270-685-6200 — Fex 2706056288 S
LA ,_1-&0-&5-0&0 _
, . S ‘
q ATTN\ 3 - H AFTN:
! P . ’71 ) A
: L — — R EY
d P v /j'/_’; ‘j F ]
L P WYL 57
e SATE »
T o i e T [eav - STATE i3
O |cusTomeRNo. - o i ) e SIS
PHONE : g g i FriowE
;; i;,%\: “\‘ T
MOOEL # SN v DATE RCVD. PO.# - REQ. BiL CODE éoiemmm“
’ / s e /
PROD. CODE EXTRAPARTS RCVD, / -/
R : K IR I : =,
P sp L ] [ ;o ey et
DESCRIPTION OF PROBLEM ,—’ -
0 n T : . 20 (5 T ) gt Oavore ("IJVA:ERWCEDEPTDNEW
FRGTER _TAM » APErS BREATW TV EE - | -
ETPRELIMINARY TEST g DISMANTLE, INSPECT, DIAGNOSTIC TEST =% PARTS USED
WER SUPPLY ST,INSPECT  [J REPLACE o oo, ey y—— Py
MAIN PWB's - REMOVE & CLEAN, REINSTALL, TEST
PWBs [J DIAGNOSE, REPAIR  [JREPLACE = ARGow .
0 PWB's - SURFACE CLEANINPLACE ey 716
0] FILTER WHEEL - REMOVE, CLEAN, REINSTALL, CHECK CELL INTERIOR aw,,, -
CHOPPEA WHEELMOTOR  [JTEST& INSPECT  [JREPLACE 23 / ﬁw"?‘?z .
CELL - REMOVE, CLEAN, REINSTALL, REPLACE LENSES/GASKETS REQD . ? A /7/
IRLIGHT SOURCE  [] REMOVE, REALIGN ETREPLACE . L1 0t 2O s iy

. PRINTERASSY.  [] DISASSEMBLE [J CLEAN & LUBRICATE

0 REMOVE & REPLACE BELT  [] REALIGNMENT
O REPLACE [J TEST PRINTER FUNCTIONS

TTERIES - REPLACE » Ocpy O RAM

REPLACE PARTS  [B"REASSEMBLE CALIBRATION DfFINALTEST
O misc.

PBT [J PRELIMINARY TESTING - PRESSURE, BATTERY, ZERO SET

(0 DISASSEMBLE  [J REPLACE PARTS [ REASSEMBLE
0O TEST [J CAUBRATE  [J FINALTEST

TOXITEST [] INCOMING LEAKTEST [] VISUAL/MECH. INSPECTION

0O TEST THERMOMETER & THERMOSTAT [] DISASSEMBLE
0O REPLACEPARTS [J REASSEMBLE [] OUTGOINGG"EAKTEST

N,

O FINALTEST g
0 misc.

g I e

. 1
Pursuant to Section 28.1327, Arizona
Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department

p
)
L - ; I

A i SHIPPING DATE/CHARGES
VAR N
SEA)L ¥ D7 16/ ? tj/
‘7/ o ,
.. DATE" CAL. TECH.  DATE TSPECIAL SHPPING INSTRUGTIONS
';"" ""“M& R L s, M SRR R T
FORM # cmawomEV(-) i
[JCOD _ [JAMOUNTS
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